A simple, convenient tonometer tip disinfection technique.
A simple tonometer tip disinfection system is described. 10% sodium hypochlorite (household bleach) in a contact lens vial is taped to the base of the Goldmann applanation tonometer. The tonometer tip is then soaked for ten minutes in this vial.